Sensibility of the skin to touch and temperature (cold and warmth) after immediate breast reconstruction with implants is decreased or absent postoperatively.^[@R1]^ This finding has also been noted in patients who have undergone autologous breast reconstruction.^[@R2]^ Decreased sensation after breast reconstruction has been shown to be relatively permanent.^[@R3]^ As a result, reconstructed breasts are vulnerable to thermal injury. In addition, patients with implants may experience a cold sensation in their reconstructed breasts in cooler ambient temperatures, which may prompt patients to use warming devices on their breasts.^[@R4]^

During the previous winter season in New England, multiple plastic surgeons in our division treated patients that had sustained injury to their reconstructed breasts as a result of the use of common household warming devices. The goals of this study are to characterize thermal injuries to reconstructed breasts, review the various methods of treatment, and prevent this type of injury in the future.

METHODS
=======

A retrospective review was performed of patients in our division that underwent breast reconstruction of any modality in addition to having sustained a burn from a commonly used warming device or household device within the past year. We collected demographic information, method of reconstruction, degree of thermal injury, and outcome for each patient.

Additionally, a PubMed search was performed to identify peer-reviewed studies, case reports, or letters to the editor cataloguing thermal injuries to reconstructed breasts. Articles were culled for information about each patient, including method of reconstruction, degree of thermal injury, and outcome. Stata/IC version 13.1 was used for statistical analysis.

RESULTS
=======

A summary of the affected patients (n = 5) from our practice is shown in Table [1](#T1){ref-type="table"}. The mean age at surgery was 46 years (range, 41.3--51.5 years). One patient had diabetes mellitus. All patients had bilateral mastectomies (1 skin-sparing, 4 nipple-sparing). Three patients received radiation (2 preoperatively, 1 postoperatively). All patients had chemotherapy preoperatively, or postoperatively, or both. All patients had an implant or expander in place. One patient sustained a superficial partial thickness burn, which resolved completely (Fig. [1](#F1){ref-type="fig"}). The remaining 4 patients (80%) sustained full thickness burns (Fig. [2](#F2){ref-type="fig"}). Two patients had the implant/expander removed without further reconstruction. One patient required a latissimus dorsi flap with implant exchange (Fig. [3](#F3){ref-type="fig"}).

###### 

Massachusetts General Hospital Patients

![](gox-4-e1033-g001)

![Superficial burn to left breast reconstructed with implant.](gox-4-e1033-g002){#F1}

![Full-thickness burns to breasts reconstructed with implants, one with implant exposure (A).](gox-4-e1033-g003){#F2}

![Full thickness burn, salvaged with latissimus flap and implant exchange. A, 1 week postburn. B, 4 weeks postburn. C, 6 weeks after latissimus dorsi flap.](gox-4-e1033-g004){#F3}

Patient 1 was 51 years old, and had prior left breast lumpectomy and radiation therapy. She developed a recurrent cancer in the left breast, and underwent bilateral nipple-sparing mastectomies and immediate reconstruction with implants and acellular dermal matrix. She developed a focal hematoma on the left after drain removal, and the patient used a heating pad for discomfort. She developed a superficial partial thickness burn of the left breast which resolved spontaneously, as did the hematoma.

Patient 2 was 45 years old and was diagnosed with left breast cancer, which was node positive. She underwent neoadjuvant chemotherapy. She underwent bilateral nipple-sparing mastectomies and immediate reconstruction with tissue expanders using total muscle coverage. About 1 week after surgery, she had used a heating pad on the left breast for discomfort, and sustained a full thickness burn. This was treated with Silvadene for 1 week, and then without significant improvement, she was taken to the operating room and the burn was excised and closed primarily. The expander was not exposed. Two months later, the patient successfully underwent exchange of tissue expanders for implants.

Patient 3 was 41 years old, and had right breast cancer, which was node positive. She underwent neoadjuvant chemotherapy, followed by bilateral nipple-sparing mastectomies and immediate reconstruction directly with implants and acellular dermal matrix. One and a half months later, she had used a hot water bottle on the right breast for discomfort, and sustained a full thickness burn. She was taken to the operating room for removal of the right breast implant and primary closure. This sequence of events relating to the burn delayed the patient's receipt of chemotherapy postoperatively.

Patient 4 was 51 years old, and had diabetes (type 2). She had prior left breast cancer and lumpectomy with radiation. She developed a recurrent cancer on the left, and underwent bilateral skin-sparing mastectomies and immediate reconstruction with tissue expanders with total muscle coverage. She subsequently had exchange of the tissue expanders for implants. Four years afterward, the patient placed hand warmers into her bra for a cold sensation in the implants, and she sustained a full thickness burn to the left breast. She was taken to the operating room for a latissimus flap and implant exchange.

Patient 5 was 41 years old, and was diagnosed with right breast cancer, node positive. She underwent neoadjuvant chemotherapy, followed by bilateral nipple-sparing mastectomies and immediate reconstruction with implants and acellular dermal matrix. She was diagnosed with metastatic cancer and underwent postoperative chemotherapy and radiation therapy to the right breast and multiple other sites. One year later, she used a heating blanket, and sustained a full thickness burn to the right breast with implant exposure. The implant was removed and the wound was closed primarily. One month later, the patient died of metastatic breast cancer.

A summary of the 15 articles of the PubMed search is shown in Table [2](#T2){ref-type="table"}. Combining our patients with the patients from the review, a total of 40 patients sustained thermal injury to reconstructed breasts. The top 3 most common causes of thermal injury to reconstructed breasts were sunburn (26%), heating pad (21%), and hot water bottle (19%). The frequency of burn sources responsible for injury in the 39 patients is represented in Figure [4](#F4){ref-type="fig"}.
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![Sources of thermal injuries to reconstructed breasts. \*Hyperthermia device includes electric blanket and personal warming device. \*\*Other: 1 patient each with burns from electric curlers, cigarette, and sunlight through reading glasses.](gox-4-e1033-g006){#F4}

Most patients sustained full thickness burn injury (n = 27; 67.5%). The top 3 methods of reconstruction overall were pedicled TRAM (47%), implant or expander (35%), and pedicled latissimus dorsi flap (7%; Fig. [5](#F5){ref-type="fig"}). Fifteen patients (5 in our group and 10 in the peer-reviewed papers) had information regarding the receipt of radiation; of those, 11 patients had received radiation. Most burns healed by secondary intention (n = 24, 60%), 11 of whom had sustained partial thickness burns (45.8%). The proportion of patients requiring treatment with a surgical procedure was significantly higher in the group that sustained full thickness burns in comparison with partial thickness burns \[n = 14, 51.9% (full) versus n = 1, 8.3% (partial); *P* = 0.0076). Five patients had full or split thickness skin grafts, 6 had removal of the implant or expander (one required a split thickness skin graft in addition), 2 patients required salvage with latissimus dorsi flaps, and 2 had local flaps (local tissue rearrangement).

![Method of reconstruction in patients sustaining thermal injury to reconstructed breasts.](gox-4-e1033-g007){#F5}

CONCLUSIONS
===========

After breast reconstruction using any available method, patients are vulnerable to thermal injury to their reconstructed breasts, because of loss of sensation.^[@R1],\ [@R20]^ Although a subset of patients may have partial return of sensation after breast reconstruction, there is still insufficient sensation to provide protection from exposure to commonly utilized household thermal devices such as heating pads and hot water bottles. In addition, patients are not routinely made aware of the perils of these devices on their reconstructed breasts, and it may be helpful to furnish patients with a list of such devices to avoid.

Once a patient has sustained a thermal injury to a reconstructed breast, immediate evaluation and treatment is necessary. Partial thickness burns can often be treated with local wound care and close observation. Full thickness burns are likely to require surgery (either immediately or in a delayed fashion) to remove an exposed implant or expander, and excise a full thickness burn. These patients may require split or full thickness skin grafts or a myocutaneous flap for salvage.

Burn injuries to reconstructed breasts may occur more frequently in colder climates. As such, we have added an item to our postoperative instructions for patients explicitly stating to avoid the use of warming or cooling devices on reconstructed breasts. We counsel patients to avoid direct sun exposure to reconstructed breasts in addition. We have extended these instructions to patients that have undergone free tissue transfer, as these types of injuries have been shown to also occur in patients who have undergone free tissue transfer for reconstruction of other body regions, such as the scalp or extremities.^[@R21]^ Patients should be notified that these risks are not just in the immediate postoperative period, and in fact do last for their lifetime.
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